influenza seasons. Compared with real-time reverse transcription polymerase chain reaction, the overall sensitivities and specificities were 83% and 81%, and 62% and 93%, respectively.
Introduction
Influenza infections are an important cause of morbidity and mortality worldwide in pediatric and adult patients. [1] [2] [3] Early identification of influenza virus as the cause of a respiratory illness is essential for managing patients, facilitating appropriate use of antiviral medications, avoiding unnecessary antibiotic prescriptions, and implementing infection control measures. 1, 2, 4, 5 Rapid influenza diagnostic tests (RIDTs) are point-of-care tests that detect influenza viral antigens with quick results, usually 30 minutes or less. The Sofia Influenza A+B Fluorescent Immunoassay (Quidel Corporation, San Diego, CA) uses immunofluorescence-based lateral-flow technology to identify viral nucleoprotein antigens in nasal swabs, nasopharyngeal (NP) swabs, and NP aspirates/washes. The Sofia instrument scans the test strip and displays the result, eliminating subjective test interpretation by an individual. 4, 6, 7 The Sofia instrument has a modem available that uploads the number and type of tests done and their results to a server every 24 hours, allowing real-time tracking of testing performed.
This report compares the performance of the Sofia RIDT and the Centers for taken, one with the RIDT-supplied swab, and one with a flocked swab that was subsequently placed into universal transport medium (UTM). Additionally, a standard case report form was used at all four sites to collect data on the patient population at each site.
The UTM swab was used for RT-PCR testing, the standard used for comparison with the RIDT results. Sofia RIDT testing was done immediately according to the manufacturer's instructions. The nasal swab in UTM was frozen at À70°C and transported to NHRC. These specimens were aliquoted and tested with the RT-PCR Influenza A/B Typing Kit.
Age group and sex distributions were compared across populations using chi-squared tests. Sensitivity, specificity, and positive and negative predictive values were calculated with exact (Clopper-Pearson) 95% confidence intervals. All analyses were conducted using SAS software, version 9Á3 (SAS Institute Inc., Cary, NC).
Results
While the majority (>70%) of patients at all clinics were under the age of 25 years, there were some significant age distribution differences across the three populations. The QuickVue RIDT population had a higher proportion of patients aged 0-4 and 5-24 years than the 2012-2013 Sofia RIDT population (P < 0Á0001). The 2013-2014 Sofia population had a lower proportion of participants in the 0-4 and 5-24 age groups compared with the 2012-2013 Sofia (P < 0Á0001) and QuickVue (P < 0Á0001) populations. There were no significant differences between the other age groups in either influenza season. Sex distribution was not significantly different across the 3 populations (Table 1) .
In 2012-2013, the three clinics using the Sofia RIDT tested 372 ILI patients, of whom 36Á9% tested positive for influenza virus by RT-PCR (20Á3% influenza A, 16Á6% influenza B).
The clinic using the QuickVue A+B RIDT tested 102 ILI patients, of whom 51.9% tested positive for influenza virus by RT-PCR (28Á3% influenza A, 23Á6% influenza B). Overall sensitivities and specificities for the Sofia RIDT were 83% and 81%, respectively, and 59% and 100%, respectively, for the QuickVue A+B RIDT. Influenza A sensitivities and specificities for the Sofia RIDT and the QuickVue A+B RIDT were 82% and 98%, and 57% and 100%, respectively. Influenza B sensitivities and specificities for the Sofia RIDT and the QuickVue A+B RIDT were 84% and 83%, and 62% and 100%, respectively (Table 2) .
In 2013-2014, all four clinics used the Sofia RIDT and tested 499 patients, of whom 30Á1% tested influenza RT-PCR positive (15Á0% influenza A, 15Á1% influenza B). Overall sensitivity and specificity for the Sofia RIDT were 62% and 93%, respectively. Sensitivities and specificities for the Sofia RIDT for influenza A and influenza B were 71% and 97%, and 53% and 95%, respectively ( Table 2) .
The 
Discussion
In 2012-2013, the Quidel Sofia had higher sensitivity than the Quidel QuickVue test for influenza A+B, influenza A, and influenza B. However, the Quidel Sofia had a decreased specificity for influenza A+B and influenza B compared with the QuickVue RIDT. False-positive influenza B results, which were observed with the Quidel Sofia, resulted in decreased specificity. These results are similar to those found in some studies 1, [5] [6] [7] [8] and an improvement on the sensitivity found in other studies.
2-4,9-13 The higher sensitivity of the Sofia RIDT made it more likely for clinicians to detect influenza in 2012-2013, compared with the Quidel QuickVue RIDT, while maintaining a high specificity, especially for influenza A.
In 2013-2014, Quidel Sofia results were very similar to what we observed for the Quidel QuickVue in the same population over the last seven influenza seasons: poor sensitivity and very good specificity P.E. Kammerer (unpublished data). The Quidel Sofia's specificity improved to levels historically seen with the Quidel QuickVue A+B in our ILI surveillance. However, the overall sensitivity decreased to similar levels as seen with the Quidel QuickVue A+B in past influenza seasons P.E. Kammerer (unpublished data). This decrease was mostly due to a decrease in the influenza B sensitivity. As a result of the higher specificity, a positive The differences in the Sofia's sensitivity and specificity between the two influenza seasons (2012-2013 and 2013-2014) merit continued monitoring of the performance of the Sofia RIDT during future influenza seasons.
